
MWQI RTM Stations Data: 9/19/11 thru 10/18/11 

Banks Organic Carbon 

 

 

 

 

 

Air in water 

delivery 

system 

Computer Locked up Water Pump Issues 

Data not sent 

to CDEC 

Filter Change 



Jones Pumping Plant (DMC) Organic Carbon 

 

 

 

 

 

 

Shimadzu Furnace 

Electrical Short 

Power Failure 

Filter Change 
Bad Data due to 

faulty calibration 



Sacramento River at Hood Organic Carbon 

 

 

 

 

 

 

Computer Lock Up 

Filter Change 



San Joaquin River nr Vernalis Organic Carbon 

 

 

 

 

 

 

Filter Change 



Banks, Jones, Vernalis Bromide 

 

 

 

 

 

 

 

Jones Power Failure 

and Vern water 

delivery issues 

Pump Issues Banks: Computer 

Lock up 

Vern Dionex internal error: 

Scheduled service 

10/18/11 

Vern Dionex offline: 

unexplained 



Banks, Jones, Vernalis Chloride 

 

 

 

 

 

 



EC at DMC (Downstream of Jones) 

 

 


