
Organic Carbon---Banks Pumping Plant (SWP) 

 

 

Organic Carbon—Jones Pumping Plant (DMC) 

 

 

 

 

 

Computer/power 
issues 

Shimadzu running 
poorly requiring 
catalyst replacement 

Data collection 
computer locked up 

Filter Change 

Filter Change 



Organic Carbon---Sacramento River at Hood 

 

Organic Carbon---San Joaquin River nr Vernalis 

 

 

 

 

 

 

Clogged water delivery lines that ended up being 
caused by pump issues.  This took a while to fully 
materialize.  Pump pulled and reinstalled 

Calibration occurred 

Filter 
Changed 

Filter Change 

Storms occurred, slight 
bump in river flows 



 

Anion--Chloride 

 

Anion--Bromide 

 

Banks Dionex air 
compressor out 
of commission 
from here prior 

Banks Dionex software 
issues from here to here 

Jones Metrohm 
Computer and system 

  

 

Jones Metrohm 
controller unit errors  

Vernalis Dionex 
chromatograpy 
issues 


