RTDF Graphical Station Update: May-June 2012
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Jones Organic Carbon and Pumping

Yalues for Selected Data
8
| Owerweekend outage
E—7Y i Filter change and maintenance; Passed QC |
= - Y
2 —— \ !
Passed M |Dp-er-:-|tic-n. but not reporting to COEC |
0
552012 5182012 5212012 Bi242012 BI27(2012 Bla0f2012 Bf2f2012 B/5/2012 B/a/2012 6112012
5000
4000 R
3000
nil
%] . * * ¥ - * L]
2000 -
1000 — - -
0
5202012 5272012 632012 6102012
—. TRP - Jones Pumping Plant TRP - Jones Pumping Plant ___ TRP-Jones Pumping Plant
Intake-Shimadzu TOC, Instantaneous Inteke-Shimadzu DOC, Instantaneous Intake-Discharge Pumping




San Joaquin River Organic Carbon and Flow
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Sacramento River Organic Carbon and Flow

2

25

Yalues for Selected Data

Electrical Breaker Tripped
causing instument outage

i
_ AN
E" Syrings Assembly Broken,
1 ——|Changed Filters and Maintenance Ordered part andreplaced
05
0 5202012 52712012 632012 B10/2012
20000
15000 — x N A 1 .. 1p f s 11 4
L T Wil
V R K
IR RIRIR ¢l il
5000 3 -
0

—— SRH - Sacramento River at

Bf20/2012

B[2T7[2012

|
632012

Hood-Sievers TOC, Instantaneous

____ SRH - Sacramento River at
Hood-Sievers DOC, Instantaneous

FPT - Sacramento River at

Freeport-Flow, River Discharge

B6/10/2012




DOC at Selected MWAQ Stations:
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Chloride at Banks, Jones, and Vernalis:
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Bromide at Banks, Jones, and Vernalis with operation details:
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Gianelli EC & OC
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Gianelli ph, DO, Turbidity, & Temp
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Significant Events

5/23 —YSI calibration
Routine calibration. All pre-calibration values were within accuracy limits.
6/6 — Metrohm anion analyzer installed

The instrument was brought down to the station on 5/31 and a representative from Metrohm came on the 6" to set it up.
There are still few minor changes that need to be made before the data can go online.



